1. Introduction {#s0005}
===============

Dental implants are considered the gold standard in the restoration of missing teeth with a high rate of clinical success ([@b0020], [@b0075], [@b0120]).

Factors such as implant geometry, design, the surgical technique and the quality as well as the quantity of jawbone are directly related to the osseointegration of dental implant ([@b9000]). Bone quality and quantity of jawbone can directly influence the primary stability of dental implants ([@b0015], [@b0050]). Bone quality is affected by its mineral density, trabecular size, architecture, and matrix properties ([@b0140]). These criteria are different between the jawbone regions which might explain the variation in clinical success rate of dental implant therapy.

Determining the primary stability prior to dental implant placement will provide a more accurate treatment planning and optimized treatment time ([@b0045]).

Several invasive and non-invasive methods were used for the measurement of the primary stability ([@b0130]). The insertion torque of dental implant gives information about the condition of bone characteristics and stability at the time of insertion ([@b0030], [@b0100]). However, its clinical use is limited since it is destructive and can only be used once ([@b0005]). Dental implant pull-out can give a clearer picture of primary stability and how the dental implant will initially engage the bone ([@b0005]).

To perform a nondestructive assessment of the implant primary stability, computed-simulation models to study the biomechanical behaviors of dental implants in the jawbone were developed ([@b0095]). Finite element analysis (FEA) is a non-clinical non-invasive method, which provide a productive evaluation of the distribution of peri-implant bone strain and stability of the bone-implant contact (BIC) ([@b0125]).

As the bone differences will influence the bone to implant contact, Lekhom and Zarb classified the jawbone into four different groups (Type I, II, III, IV) according to its quality ([@b0080]). This classification lacked the precise description of the bone trabeculation. A new revised classification was established to capture the bone differences based on CT scans such as: Type 1: entirely homogenous compact bone, Type 2a: thick layer of compact bone surrounding a core of dense trabecular bone, Type 2b: thick layer of compact bone surrounding a core of medium-density trabecular bone, Type 2c: thick layer of compact bone surrounding a core of low-density trabecular bone, Type 3a: thin layer of compact bone surrounding a core of dense trabecular bone, Type 3b: thin layer of compact bone surrounding a core of medium-density trabecular bone, and Type 4: thin layer of compact bone surrounding a core of low-density trabecular bone ([@b0010]). Such specific details aided in efficiently distinguishing between the various combinations of the compact and the trabecular bone.

The prediction of implant stability and evaluation of biomechanical contact between the dental implant and the bone are helpful in studying dental implants design and geometry in different anatomical regions of the jawbone ([@b0040], [@b0135], [@b0070]). Finite element analysis (FEA) is a non-clinical non-invasive method which provide a productive evaluation of the stresses and strains for a given geometry.

The present study aimed to evaluate the von-Mises stress and peri-implant bone stability of a Straumann standard-plus dental implant placed in different anatomical jawbone regions and analyzing it with a computed tomography-based 3D finite element analysis model.

2. Materials and methods {#s0010}
========================

After the approval by the College of Dentistry Research Centre (CDRC) (PR 0056j), the study was conducted in the college of dentistry at King Saud University as well as using the facility and the support of the advanced manufacturing institute (AMI) of the College of Engineering.

Cone-beam CT (CBCT) images of maxillary and mandibular anterior and posterior regions obtained from October 2016 to May 2017 were collected (ProMax 3D Mid, Planmeca, USA).

Inclusion criteria for the selected images were as follow: Healthy Saudi male or female patients aged 25--55 years, CBCT scans for the purpose of dental implant site assessment, sites assessed by CBCT are resting areas; Bucco-lingual bone width of at least 7--8 mm and bone height of at least 10 mm (avoiding the maxillary sinuses and the inferior alveolar nerve canals).

Images were excluded if they contained any metallic restorations to minimize the scattering. Sites with recent dental extraction sockets (3--6 months after extraction) or sites with previous bone grafting procedures were also excluded.

Cone-beam CT (CBCT) set of images of edentulous areas were randomly-obtained and grouped according to the area of missing teeth:

Region 1: anterior maxilla. Region 2: posterior maxilla. Region 3: anterior mandible. Region 4: posterior mandible.

The selected CBCT images were classified according to the revised classification of Lekhom and Zarb and exported as DICOM (digital imaging and communication in medicine) files.

Using the medical modeling software (Materialise Mimics, Leuven, Belgium), the DICOM files were transformed from a 2D image to a full 3D solid model ([Table 1](#t0005){ref-type="table"}).Table1Three-dimensional models of different bone type according to [@b0010].![](fx1.gif)

The cortical and cancellous bone were identified according to a gray-scale value predefined in the program (cancellous = 148--661, cortical = 662--1988). A 3D graphic model was generated for the cortical and cancellous bony and saved in STereoLithography (STL) format ([Fig. 1](#f0005){ref-type="fig"}a). A solid three-dimensional model was created using CATIA (Catia v5.20. © Dassault Systems) ([Fig. 1](#f0005){ref-type="fig"}b).Fig. 1Cross section of the three- bone model (a) and solid 3D bone model (b).

A Straumann® standard plus dental implant with a length of 10 mm, ∅4.1 mm, and a platform of ∅4.8 mm was the experimental design chosen for the study (Institute Straumann AG, Waldenburg, Switzerland). One design of dental implant is used in this study to study the effect of different bone type only without other variable.

The detailed geometric information (e.g., length, diameter, macro-micro thread configuration) in millimeters were used to create a CAD model of the dental implant using 3-matic software (Materialise 3-matic, Leuven, Belgium).

A dental implant bed was prepared by creating a cylindrical hole at the middle of each experimental model with a width of 3.5 mm and a length of 10 mm according to the manufacturer's recommendations. The coronal aspect of the simulated bone was widened to 4.1 mm resembling the effect of a profile drill as per the manufacturer's instructions. A cylindrical hole was made in the middle of the bone model in a buccolingual and mesiodistal direction simulating the position of a clinical dental implant. The prepared experimental bone models were imported in ANSYS Workbench 17 (Swanson Analysis Inc., Houston, PA, U.S.A.) with the dental implant being placed inside the bone prior to the analysis.

2.1. Setting of materials properties {#s0015}
------------------------------------

Material properties of cortical and cancellous bone were assumed to be transversely isotropic and linearly elastic whereas the dental implant was isotropic, homogeneous, and linearly elastic ([Table 2](#t0010){ref-type="table"}).Table 2Material properties used in FE model ([@b9005]).MaterialYoung's modulus \[MPa\]Poisson's ratioYield strength \[MPa\]Cancellous bone7000.354.7Cortical bone18,0000.35107Titanium implant117,0000.36480

The stress-strain curve of both cortical and cancellous bone ([Fig. 2](#f0010){ref-type="fig"}a and b) were used to resemble the elastic and plastic deformation that can occur in bone with the application of forces ([@b0110]).Fig. 2a: (left) Cancellous bone true tensile stress-strain curve. b: (right) Cortical bone plastic strain hardening curve.

2.2. Meshing and contact characteristics {#s0020}
----------------------------------------

The bone geometry underwent meshing into tetrahedral parabolic solid elements of up to 0.3 mm in the bone area corresponding to the dental implant hole to have an efficient analysis ([Fig. 3](#f0015){ref-type="fig"}). The nature of the contact between the bone and the dental implant was set as contact interfaces (non-osseointegration) with the friction coefficient set to 0.3 (12, 13).Fig. 3Meshing of bone model.

2.3. Load and constraints {#s0025}
-------------------------

In each experimental bone model, the boundary conditions were set as fixed at the most mesial, distal and apical nodes of the model in all directions. Analysis of insertion was simulated using an equal average insertion torque provided by the manufacturer (25 N cm) at the top of the dental implant.

Measurements were taken during the dental implant insertion into the bone followed by a pull-out force with a constant speed of 1 mm per minute and a load cell of 1 kN ([@b0105]). The measurements were made at 1.5 s after starting the removal of the dental implant from its bed. The maximum stress concentration in the cortical and cancellous bone was expressed as von Mises equivalent stress in MegaPascal (MPa).

2.4. Statistical analysis {#s0030}
-------------------------

SPSS® software version 21 (IBM Corporation, Armonk, NY, USA) was used.

The study sample number was calculated based on a power-analysis using the following formula: n = 1 + 2C(s/d)^2^ assuming a standard deviation (s) of 12 and an effect size (d) of 15 based on previous FEA studies tested the correlation between bone density and implant stability. C-value was fixed at 7.85 (resulting from 1 − β = 0.8 and α = 0.05).

Significant differences between the models was determined using one-way analysis of variance (ANOVA) and Tukey-Kramer Multiple comparison test with significance level at (p \< 0.05).

3. Results {#s0035}
==========

A total of one-hundred twenty-two CBCT images were obtained for the purpose of implant site assessment from October 2016 to May 2017. These CBCT images were analyzed according to the inclusion and exclusion criteria and randomly selected ([Fig. 4](#f0020){ref-type="fig"}).Fig. 4CBCT images obtained and evaluated.

The constructed finite element model of the dental implant and bone models' elements and nodes were of a range of 29,365 elements and 51,476 nodes for the bone models and 3082 elements and 8829 nodes for the dental implant model. The bone type was classified according to the jawbone region where three bone models were selected for each bone type.

3.1. Biomechanical analysis of insertion force {#s0040}
----------------------------------------------

Mean stresses generated in bone models during dental implant insertion according to jawbone region are shown in [Table 3](#t0015){ref-type="table"}.a.**Bone von-Mises stress (**[Fig. 5](#f0025){ref-type="fig"}**):** The von-Mises stress values for the maxillary anterior, mandibular anterior and posterior cortical bone were similar and respectively 145.50 ± 3.261 MPa, 142.16 ± 6.804 MPa, and 146.46 ± 4.337 MPa. The difference between the anatomical regions was not statistically significant difference between them (p \< 0.52).Fig. 5Von-Mises stress from dental implant insertion in maxillary and mandibular anterior and posterior regions in cortical and cancellous bone.The maxillary posterior region had significantly low von-Mises stress in the cortical bone (58.325 ± 10.105 MPa). The difference was statistically significant when compared to the maxillary anterior and mandibular anterior (P \< 0.001). Considering bone type, Type I bone had the highest value (147.8 MPa ± 2.2) while type IV bone had the lowest value (73.8 ± 1.5 MPa).Von-Mises stress in type III b (119.2 MPa ± 5.6) was low in comparison to type I, II, IIIa bone(p \< 0.05) and higher when compared to type IV bone (P \< 0.05).b.**Bone plastic strain:** The maxillary and the mandibular cancellous bone had significant higher plastic deformation as compared to the cortical bone. The mean plastic strain for the cancellous bone was 0.52 and 0.03 for the cortical bone in all bony regions with statistically significant difference (p \< 0.001). The cortical bone plastic deformation decreased from Type I bone (0.074) to type IV bone (0.034) with no statistically significant difference between them (p \< 0.4).c.**Bone displacement:** The maxillary posterior region had the lowest bone displacement value of 309.23 N when compared to the maxillary anterior and the mandibular anterior and posterior regions (P \< 0.001).The bone displacement decreased from type I bone (1205.5 N) to type IV bone (310.1 N) with type IIa bone having the maximum displacement (1400 N).Table 3Mean equivalent von-Mises stress and plastic deformation in bone models during implant insertion.Anatomical regionCortical boneCancellous boneVon Mises stress (MPa)Plastic strain (deformation)Von Mises stress (MPa)Plastic strain (deformation)Maxillary posterior58.325 ± 10.1050.028.03 ± 0.030.38Maxillary anterior145.50 ± 3.2610.038.06 ± 0.030.74Mandibular posterior142.16 ± 6.8040.048.04 ± 0.050.34Mandibular anterior146.46 ± 4.3370.068.07 ± 0.020.62

3.2. Biomechanical analysis of pull-out force {#s0045}
---------------------------------------------

The Von-Mises stresses and the plastic strain during dental implant pull out according to jawbone region are represented in [Table 4](#t0020){ref-type="table"}.a.**Bone von-Mises stress (**[Fig. 6](#f0030){ref-type="fig"}**):** The Mean von-Mises stress values for the maxillary anterior, mandibular anterior and the posterior cortical bone were similar and respectively 142.4 ± 3.9 MPa, 147 ± 1.6 MPa, and 127.8 ± 15.1 MPa. The difference between the anatomical regions was not statistically significant (p \< 0.2). The von-Mises stress value of the maxillary posterior cortical bone was significant low (54.13 ± 19 MPa) when compared to the maxillary anterior, mandibular anterior and the posterior regions with the difference statistically significant (P \< 0.001).Fig. 6Von-Mises stress from dental implant pull-out in maxillary and mandibular anterior and posterior regions in cortical and cancellous bone.The von-Mises stress value of the maxillary and mandibular cancellous bone was similar and the difference not statistically significant (p \< 0.5).Von-Mises stress decreased from type I bone (147.1 ± 2.3) to type IVbone (69.5 ± 10.6 MPa). Type I and II (a,b,c) bone values were not statistically significant (P \< 0.05). A statistically significant difference was found between Type IIIa (688.6 ± 3.5 MPa) and Type IIIb (399 ± 4.2 MPa) (p \< 0.05).b.**Bone plastic strain:** The maxillary and mandibular cancellous bone had significant higher plastic strain (deformation) as compared to the cortical bone. The mean plastic deformation in cancellous bone maxillary and mandibular bone regions was 0.95 and 0.034 in cortical bone and the difference was statistically significant (p \< 0.001). The values of the maxillary anterior, mandibular anterior and the posterior cortical bone deformation were similar and respectively of 0.05 ± 0.03, 0.016 ± 0.016, and 0.07 ± 0.02, The difference between the anatomical regions was not statistically significant (P \< 0.5). The highest amount of bone strain was found in type IIIa cancellous bone with a value of 4.8 ± 1.8.c.**Bone displacement:** The bone displacement value of the maxillary anterior, mandibular anterior and the posterior regions were similar and respectively 810.14 N, 969.31 N, and 712.78 N. The difference between the anatomical regions was not statistically significant (p \< 0.74). The maxillary posterior region had a lower bone displacement (302.85 N) when compared to the maxillary anterior, anterior and the posterior mandibular with the difference not statistically significant (p \< 0.008). The mandibular anterior region had the highest bone displacement with a value reaching 969.31 N. The comparison to other anatomical regions was not statistically significant (p \< 0.46). The bone displacement decreased from type I bone (1020.3 ± 12.5 MPa) to type IV bone (315 ± 5.8 MPa). There was no significant difference between type I and type II a and b bone (P \< 0.1).Table 4Mean equivalent von Mises stress and plastic deformation in bone models during implant pull-out.Anatomical regionCortical boneCancellous boneVon Mises stress (MPa)Plastic strain (deformation)Von Mises stress (MPa)Plastic strain (deformation)Maxillary posterior54.13 ± 190.0008 ± 0.0028.05 ± 0.010.4 ± 0.3Maxillary anterior142.4 ± 3.90.05 ± 0.038.06 ± 0.031.2 ± 0.9Mandibular posterior127.8 ± 15.10.016 ± 0.0168.07 ± 0.021.6 ± 0.4Mandibular anterior147 ± 1.60.07 ± 0.028.07 ± 0.030.6 ± 0.2

4. Discussion {#s0050}
=============

This study represented a thorough investigation of the dental implant insertion and the pullout in different anatomical areas of the jawbone. Multiple bone samples for each anatomical region aided in better understanding the variations due to the bone thickness natural differences ([@b0055]).

During the dental implant insertion, the significant difference of von-Mises stress found in the maxillary posterior region might be explained by the difference in bone density ([@b0085]).

Initially elevated von-Mises stress in the cortical-cancellous interface was observed, thus increasing the insertion depth resulted in increased stress in the cancellous bone. This observation is in agreement with a stepwise analysis of dental implant insertion which concluded that the cortical bone around the implant neck represented the area of the maximum stress ([@b0145], [@b0060]).

The bone displacement evaluation was in accordance to the quality of bone. The more cortical bone available, the more stress was generated, and the bone displacement occurred. This finding is in agreement with a finite element analysis study on the maxillary posterior area which concluded that the bone density is directly related to the stress.

A lower density resulted in lower von-Mises stress ([@b0090]). This finding was explained by [@b0065] results in a cone beam computed tomography evaluation. The bone density increased as cortical bone thickness increased and the cortical bone was more prevalent in the anterior rather than the posterior and in mandibular rather than the maxillary regions ([@b0065]).

In the pull-out force, the maximum von-Mises stress distribution was recorded in the cortical-cancellous interface and around the dental implant most apical thread. This could be explained by the high elastic modulus and the shear strength of the cortical bone ([@b0035]).

Adding to that, the cortical bone exhibited a strengthening effect to the underlying cancellous bone ([@b0090]).

In the area of dental implant most apical thread, the increase in the von-Mises stress could be related to the change in dental implant width by the thread geometry. According to the mechanical tests, the pull-out force response depended on the change in width, length, or the shear strength of the material ([@b0035]). This observation is in disagreement with the dental implant pull-out which had no effect on cortical bone ([@b0115]). The difference can be a result of model simulation difference as they assumed a uniform cortical bone thickness of ∼2 mm which was completely damaged in dental implant insertion ([@b0045]).

This study in contrast used more accurate measurements of bone thickness and morphology simulation resulting in a precise analysis for the stress distribution in different jawbone types ([@b0025]).

5. Conclusion {#s0055}
=============

In conclusion, von-Mises stress was found to be proportional to the presence of bone quality.

Lower bone quality manifests a lower bone displacement values explaining the dental implant decreased primary stability.

Precise surgical bone preparation technique to have a primarily stable dental implant in low-dense bone area i.e (type IV and type IIIb) is recommended.

The study focused on single implant design. A variation in implant geometry might affect the von-Mises stress values.
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